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ABSTRACT 

Comparisons h a v e  b e e n  made be tween s e v e r a l  
hydrogen-maser  f r e q u e n c y  s t a n d a r d s  of 
d i f f e r e n t  d e s i g n  t o  test t h e i r  s e n s i t i v i t i e s  
t o  changes  i n  e n v i r o n m e n t a l  f a c t o r s .  These  
compar i sons  a r e  c a r r i e d  o u t  w i t h  o n e  maser  
p l a c e d  i n  t h e  s t a n d a r d s '  room o f  t h e  Haystack 
O b s e r v a t o r y  and t h e  o t h e r  i n  a s p e c i a l  room 
a t  t h e  Wes t fo rd  a n t e n n a ,  a b o u t  1 . 2  km d i s t a n t .  
A phase  s t a b l e  l i n k  c o n n e c t s  t h e  two f a c i l i t i e s .  
The room a t  Wes t fo rd  a l l o w s  t h e  p r e s s u r e ,  
t e m p e r a t u r e ,  and m a g n e t i c  f i e l d  t o  b e  changed 
and c o n t r o l l e d  w i t h i n  c e r t a i n  limits. The 
yoom a t  Hnystack  i s  c o n t r o l l e d  i n  temperature, 
b u t  i s  u n s h i e l d e d  f rom v a r i a t i o n s  i n  m a g n e t i c  
f i e l d  and a t m o s p h e r i c  p r e s s u r e .  R e s u l t s  w i l l  
b e  p r e s e n t e d  from p a i r w i s e  compar i sons  be tween 
f o u r  h:,drogen m a s e r s ,  one  e a c h  of  t h e  NP2 
and NX2 d e s i g n ,  b u i l t  a t  Goddard Space F l i g h t  
C e n t e r ,  and one e a c h  o f  t h e  VLG10-P? and 
VLGIO-P8 d e s i g n ,  b u i l t  a t  t h e  S m i t h s o n i a n  
As t rophys i ca l ,  O b s e r v a t o r y .  



INTRODUCTION -- 

Earlier tests1 of hydrogen maser frequency standards at the 
Haystack Observatory had shown maser standards to be quite 
sensitive to temperature, pressure and magnetic field. Over 
the past few years several improvements have been made in 
hydrogen maser standards. SAO has eliminated the pressure 
sensitivity evident in the original VLG masers and NASA has 
decreased the temperature and magnetic field sensitivity evident 
in the NP masers with a new generation of masers to be based 
on the NX-2 design. 

Recently three hydrogen masers have been operated simultaneously 
at the Haystack Observatory. Long term stability still appears 
limited by environmental sensitivity of the masers but drifts 
of less than a part in 1013 have been observed for periods 
extending over several days. 

ENVIRONMENTAL SENSITIVITY MEASUREMENTS 

The sensitivity of various frequency standards to temperature, 
pressure and magnetic field have been measured by placing the 
standard in an enclosure at the Westford facility 1.2 km away 
f r o m  the reference standard at Haystack Observatory. The 
pressure within the enclosure at Westford can be changed by 
-0.15" Hg by changing the Westford antenna "balloon" radome 
pressure from low to high limits. Figure 1 illustrates the 
small but noticeable effect of cycling the pressure (with a 
3-hr period) at: Westford upon the frequency of the SAO built 
VLG-10-P2 maser using the NASA NP-2 as reference. A pressure 
sensitivity coefficient can be determined by synchronously 
averaging many pressure cycles. 

Table 1 summarizes the envi.ornmenta1 sensitivities measured from 
early 1975 to the present; the data was obtained by cycling 
one environmental parameter at a time. 

- 
'A .R .  Whitney, et al., "Applications of very-long-baseline 
interferometry and geodesy: Effects on accuracy of frequency- 
standards instability", Proc. of 6th Annual DOD/NASA PTTl 
Planning Meeting, Wash., D.C., 1974. 



The SAO VEG masers were originally quite sensitive to barometric 

I pressure. Modifications* have been made to the base plate of the 
vacuum chamber which have reduced t h c  pressure sensitivity 
to the point where it is now not possible to see correlation 
between frequency and barometric pressure variations. 

Figure 2 shows the long term frequency variations hetwecn NP-2 
and NX-2. For these measurements NP-2 was lacatcd at Haystack 
and NX-2 at Westford. Frequency cnmparisions were made using 
a 5 MHz phase comparator and electronically compensated cables. 
Each point is the average frequency for a time interval of 900 
seconds. The variations present are highly correlated with 
temperature vari.ations in the room in which NP-2 was operating, 
although the correlation is somewhat complicated by the 
action of the NP-2 maser autotuneriwhich attempts to correct the 
cavity tuning with a time constant of several days. A temperature 
coefficient of -3 x loL"' ( O C )  -'was measured using a 3 hour 
temperature cycle period. However the temperature coefficient 

I 
derived from the data in Figure 2 is almost - 1  x 10'13 ('c)-' 
because the maser's thermal time constant is sufficient to 
smooth out the variations in a 3 hour cycle, but not over the 
much 1.onger time span presented ir, Figure 2. NX-2 appears 
to have a thermal time constant as long as 3 days and the coefficient 
given in Table 1 was derived using a 24 hour temperature cycle. 
The temperature coefficient of NX-2 derived from observing the 
effect of a temperature step after 2 days is a~~roximatelv 

barometric pressure changes associated with hurricane "~elle" 
as neither maser is measurably sensitive to barometric pressure. 

While many improvements have been made in the latest generation of 
hydrogen masers, their I.ong term stability may still be limited 
by variations in the environment in which the maser is operated. 
Currently it is possible to maintain long term driIt within 1 x 10- l3  
provided room temperature is held within I'c. Continued intercomparison 
of masers in separate environments may be useful in further evaulation 
of environmental effects and long tcrm aging which have so far been 
undetected. Improved hydro~en maser perforxnarlce is 

t F o r  all the measurements reported the NP masers were autotuned against 
an HP105 crystal oscillator. 



important in the development of increasingly accurate geodesy and 
astronomy using very-long-baseline interferometry (VLBI). 
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FIGURE CAPTIONS 

Figure 1. The effect of barometric pressure changes on the 
frequency of the SAO VLG-10-P2 maser before modification. (After 
modification the effect of 0.15" Hg pressure modulation on maser 
frequencywere not detectable - see Table 1.) 

Figure 2. The effect of temperature variations on the frequency 
of the NASA NP-2 maser. 










